Intramedullary nailing of subtrochanteric fractures: a critical review of device failure and case analysis.
Although device failure in intramedullary (IM) nailing of subtrochanteric fractures is uncommon, breakage of the nail can occur. Following a review of the literature on this subject, a case is reported that illustrates the surgical and biomechanical factors that can lead to nail failure.